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Making Basic Measurements: a self-paced training 
guide 


This book teaches you how to set up and make measurements with the 
Agilent Technologies 16700-Series Logic Analysis Systems using the 
credit card board provided in this kit. 

What materials do I need? 


You need the following materials to make measurements using the 
credit card board: 


e One Agilent Technologies 16700-Series Logic Analysis System with a state/ 
timing measurement module. To do chapter 8, you will also need an 
oscilloscope measurement module, and to do chapter 9, you will need a 
pattern generator measurement module. 


e A monitor, keyboard, and mouse (unless you have the Agilent 
Technologies 16702A or 16702B). 


e This training kit (Agilent part number 16700-60007). 


e Probe assembly (Agilent part number 01650-61608) or a termination 
adapter (Agilent part number 01650-63203). 


The examples in this manual were created using the following software 
and equipment: 


e Software version A.02.30.00 
e 16702B mainframe 

e 16717A logic analyzer card 
e 16534A oscilloscope module 


e 16720A pattern generator module. 





If you are using an older analyzer 


If your logic analyzer interface appears different than the interface 
used in this training kit, then you have an analyzer with the older 
interface. There is a training kit for these analyzers that you can 
download from the web. 


To download the manual off of the web: 
Go to http://www.agilent.com/find/logicanalyzer-manuals. 


Select “Making Basic Measurements, Training Kit for the Agilent 
Technologies 16600A/16700A-Series Logic Analysis System 
(PDF).” 


You can either print the manual from the web page now, or you can 
save the PDF file to your hard drive and open it later (you must be able 
to read PDF files on your computer). 


e To print the manual from the web page now, select File, and then Print... 
and specify how you want it to print. 


e To save the PDF file to your hard drive, select File, and then Save As... 
Select the directory you want to save the file in and select Save. 








In This Book 


You can use this book in two ways: you can start with chapter 2 then 
progress chapter by chapter, or you can start with chapter 2 then 
randomly access the exercises you want to do with minimum setup. 


Part 1: A Quick Tour 


QO 


Chapter 1, A Quick Tour, introduces you to logic analysis, your logic 
analysis system, and the steps you must take to make a measurement. 


Part 2: Making Basic Measurements 


In Part 2, you make real measurements with the credit card board. 


QO 


ee ee ee 


Chapter 2, Before You Begin 

Chapter 3, Introduction to Timing Analysis: Trigger on an Edge 
Chapter 4, Verify Pulse Widths 

Chapter 5, Introduction to State Analysis: Trigger on an Event 
Chapter 6, Trigger on a Sequence of Events 

Chapter 7, Trigger on a 4 Bit Serial Pattern 

Chapter 8, Trigger the Oscilloscope with the Timing Analyzer 


Chapter 9, Using the Pattern Generator 


Part 3: Reference 


Part 3 contains information about the credit card board and how to set the 
jumpers on the board. 


QO 
QO 


Chapter 10, Setting the Jumpers 
Chapter 11, All About the Credit Card Board 








What Other Sources of Information Are There? 


Installation Guide 


The Installation Guide is a booklet that explains how to set up your 
Logic Analysis System. 


Online Help System 


The Online Help System gives you task help for the analyzer system 
and tools, as well as descriptions and conceptual information. The Help 
system also has a glossary section. 


e To access online help, select Help from the icon bar. 


Measurement Examples 


Measurement Examples guides you through performing measurements 
with your system. Many common data measurements are described 
with instructions for setting up the analyzer. 


e To access measurement examples, select Help from the icon bar. Choose 
On Main System, then select Measurement Examples from the Help 
window. 
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A Quick Tour 


Welcome to your new logic analysis system. You have the Agilent 
Technologies 16700-Series logic analysis system. 





Your Agilent Technologies 
16700-Series Logic Analysis 
System 


The Agilent Technologies 16700 
Series logic analysis system frame 
has five slots for measurement 
modules, and two dedicated 
emulation module slots. 


The Agilent Technologies 16702A- 
Series logic analysis system also 
includes a built in flat-panel 
display and keyboard. 


The Agilent Technologies 16702B- 
Series logic analysis system also 
includes a built in flat-panel 
display with touchscreen 
capabilities. 
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Chapter 1: A Quick Tour 
A Quick Tour 


When Should I Use a Logic Analyzer? 


In general, a logic analyzer is useful when you are beyond the 
parametric stage of design, and you are interested in timing 
relationships among many signals and need to trigger on logical highs 
and lows. Logic analyzers are particularly useful when looking at timing 
relationships or data on a bus. It can decode the information on 
microprocessor busses and present it in a meaningful form. 


What is a Logic Analyzer? 


Logic analyzers grew out of oscilloscopes. They present data in the 
same general way that an oscilloscope does; the horizontal axis is time, 
the vertical axis is voltage amplitude. But a logic analyzer does not 
provide as much voltage resolution or time interval accuracy as the 
oscilloscope. Instead, it can capture and display dozens or more signals 
at once - something that an oscilloscope cannot do. 


A logic analyzer reacts the same way as your logic circuit does when a 
single threshold is crossed by a signal in your system. It will recognize 
the signal to be either high or low. The analyzer can also trigger on 
patterns of highs and lows on these signals. 


Up to now, the term “logic analyzer” has been used rather loosely. In 
fact, a logic analyzer can be configured as a timing analyzer, a state 
analyzer, a state and timing analyzer, or as two state analyzers. 


What is a Timing Analyzer? A timing analyzer is analogous to an 
oscilloscope. It samples at regular time intervals, and displays the 
information in a waveform similar to the oscilloscope. Because the 
waveforms on both instruments are time-dependent, the displays are 
said to be in the “time domain”. 


What is a State Analyzer? A state analyzer samples when you tell it 
to using an external clock. Each time the state analyzer receives a state 
clock pulse, it samples and stores the logic state of the system under 
test. The data can then be viewed as a sequential listing of logical 
states. 
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Chapter 1: A Quick Tour 
A Quick Tour 





The Main System Window 


The Main System window is your starting point for setting up and 
making measurements. It graphically shows which instruments are 
installed in the frame. 


ES901R Emulation Module 
Motorola 800 PowerPC Emulator 
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Chapter 1: A Quick Tour 
A Quick Tour 





A Window is used to access instruments and the windows such as Setup..., Waveform..., Listing..., and 
the Source Viewer... window. 


B Instrument icons are used to access the setup window for that particular instrument. Each icon 
represents the instrument installed. 


C File Manager is used to perform the common tasks of loading or saving measurement configurations. 


The File Manager has all the standard functionality for performing operations on files and directories on 
both the flexible and hard disk drives. 


D Fun is used to start capturing data. 
E Stop \s used to stop the run, run repetitive, and group run functions. 
F System displays the system power-up screen. 


G Workspace shows a complete graphical representation of the tools and how they are connected for 
your measurement configuration. 


H inter-Module shows a graphical representation of the arming sequence between measurement 
modules, and any external trigger connections to a target system or other instruments. 


| Aun Status is used to monitor the run function, and feed back information on the progress of elements 
such as pre-store, trigger status, and post-store. 


J System Admin is used to setup system defaults, network configurations, and perform maintenance on 


the operating system file set. If you are working in a multi-user environment (Secure mode), you set up 
user accounts in this dialog. 


K Microprocessor/Bus Setup Assistant \s used to start the automated process of setting up a 
microprocessor analysis measurement. 


L Demo gives simple demonstrations of common features. 


M The status line displays instructions on how to use parts of the interface by selecting the area of 
interest. 


N Help gives you access to the main help system for the frame and system level operations. 


O The back panel of the logic analysis system and the placements of the modules are graphically 
represented. 
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Chapter 1: A Quick Tour 
A Quick Tour 





The Measurement Process 














te i Set up the a Run the ey Examine 
meas. bus labels Te onditions meas. the data 





Sampling Formattab Trigger tab 
tab 


Define the type of measurement. Define how you want to sample 
data by selecting state mode or timing mode, and by setting up the 
state clock. 


Set up the bus labels. Specify which signals you want to analyze by 
grouping and labeling the signals. 


Define trigger conditions. Define the trigger conditions and events 
to control what the analyzer captures. 


Run the measurement. Capture the data specified by the trigger 
conditions. 


Examine the data. Use the waveform or listing windows to search, 
mark, and measure the data. It is common to go back and modify the 
trigger conditions to capture different data. 
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Making Basic 
Measurements 





Before You Begin 





Start Here 


Connect Pod 1 to the 
Credit Card Board 


Note 





Before You Begin 


Before you begin the exercises you must connect the credit card board, 
power up the Agilent Technologies 16700 logic analysis system, and 
save a default settings file named RESET for resetting the system at 
the beginning of each chapter. 


If you have not already connected the credit card board to the logic analyzer, follow 
all of the steps in this chapter. 


If you have connected the credit card board, go to step 3. 


Agilent Technologies logic analyzers group their probes into pods. Each 
pod contains 16 data probes and a clock probe. For all exercises, you 
will use Pod 1 to probe J1 on the credit card board. 


With the power off, connect Pod 1 to J1 on the Credit Card 
Board. 





If you are using a multi-card analyzer, connect pod 1 of the master 
board to the credit card board. 
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Chapter 2: Before You Begin 


2 Set the jumpers on the credit card board as shown below. 


PG. 
Osc 

OOP PG. 
CLIT lgep| OSC 


amo] OFF 
GLITCH [5 ol oy 


= 
CLK2 loo 









oD at 








al, 





Tei Mine Fr 








STA 

















oO Chapter 10 “Setting the Jumpers” for more information on the jumper 
ee settings of J5 on the credit card board. 


Turn the Power On 


3 Turn on the Agilent Technologies 16700 logic analysis system by 
flipping the power switch to ON. 


Activate the Analyzer 


4 Once the Main System window comes up on your screen, select 
the analyzer you have connected to the credit card board. 


5 Select Setup... from the pop-up menu to activate that 
instrument. 


te If you should ever connect the credit card board to a different 
(No analyzer, you must repeat steps 4 through 5 before going on to step 8. 
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Activate the Scope 


Activate the Pattern 


Generator 


Create the Training 
Directory 


Chapter 2: Before You Begin 


If you have an oscilloscope module, you'll need to create a RESET file 
for it also. 


In the Main System window, choose the oscilloscope module, 
then select Setup/Display... from the pop-up menu. 


If you have a pattern generator module, you'll need to create a RESET 
file for it also. 


In the Main System window, choose the pattern generator 
module, then select Setup... from the pop-up menu. 


If you have already created the directory /logic/training/, go to step 12. 


Select the File Manager icon from the icon bar. 


9 Select the Create Directory tab. 


10 
11 


Under Directories, go to the directory ogic/. 


In the New Directory name field, enter ‘training’, and then 
select Create Directory. 
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Create the RESET File 


Chapter 2: Before You Begin 


12 Under Directories, go to the directory /logiciraiming/, and 


select the Save tab. 


13 Inthe File Name field, after /logicAraining/, enter RESET. 


/logic/training/RESET 
+ 
Fas 
= 








14 Select Save to save the default setting of all the measurement 


modules you are using. You will load this RESET file before each 
chapter to default all settings. If you connect the credit card 
board to a different analyzer instrument, you must start at step 4 
to make a new RESHT file. 


15 Select Close to close the File Manager window. 


16 Go to the Setup window for the logic analyzer and select File, 


and then Close. 


17 If you activated the oscilloscope, go to the Oscilloscope window 


and select File, then Close. 


18 If you activated the pattern generator, go to the Pattern 


Generator window and select Fle, then Close. 
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Chapter 2: Before You Begin 
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Introduction to Timing Analysis: 
Trigger on an Edge 





Introduction to Timing Analysis: 
Trigger on an Edge 


Timing analysis with a logic analyzer is much like tracing a signal with a 
digital oscilloscope. The timing analyzer, like the oscilloscope, samples 
the signal at a rate determined by an internal clock. 


The analyzer differs from the scope in that the analyzer uses one-bit 
comparators to output two signal levels, a logic 1 or 0. This allows the 
analyzer to have many more channels than the oscilloscope. With a 
large number of channels, the analyzer can show the timing 
relationship of logic between various signals. For example, you could 
look at the logic levels on control lines versus address lines or data 
lines. 


Vref 
s 
> 


Input ¥ 


Output O or 1 


¥ threshold 


> 1 Comparator 
A. per channel 





Input ¥ threshold 


Sample points 


Output 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 


In this chapter, and in chapter 4, you will make basic timing 
measurements. This chapter steps you through setting up the timing 
analyzer and bus labels, setting up the analyzer to trigger on an edge, 
and viewing the waveform. 


In this chapter, you will learn how to: 
L1 Set up the timing analyzer. 

Set up the bus labels 

Trigger on an edge. 

Run the analyzer and view the waveform. 


Use markers to make a timing measurement. 


oO ocoeo oOo 


Save your work. 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Load the RESET Configuration File 





Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


SonN SD OH 


Under Contents of ‘training’, select RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select ‘RESET.__X’ with the file description of ‘16717A_LA_Config’. 


Select the Load tab. 
Select Load. 

Select Yes. 

Select Close. 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Set Up the Timing Analyzer 





Set Up the Timing Analyzer 


Because the logic analyzer can capture dozens or even hundreds of 
signals, you need to organize the signals by grouping and labeling 
channels. Your goal is to create meaningful labels for groups of 
channels that represent the signals you are interested in. For example, 
you could group the channels used to probe the address bus under the 
label ADDR. 


1 Select the analyzer you have connected to the credit card board. 


2 Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 
4 Select Timing Mode. 


333 MHz Full Channel 2M Sample #| 


(2m &| 


a 


ad 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Set Up the Bus Labels 





Set Up the Bus Labels 


Select the Format tab. 


Now you will organize the data you are capturing by creating a label 
and assigning the channels of interest to that label. 


Select Labell, choose Rename. 
Change the label name to TCOUNT. 


TCOUNT is short for timing count, and represents the source of the 
signals. 


To the far right of TCOUNT, select the field showing the 16 
channels of pod 1. 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Set Up the Bus Labels 


5 Assign the lower 8 channels of pod 1 to TCOUNT by choosing 


oe TRE 28 2K OK oR? 






The channels of Pod 1 


15 141312 11109876543210 
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Define Trigger Conditions: Trigger on an Edge 





Define Trigger Conditions: Trigger on an Edge 


A term that should be familiar to oscilloscope users is “triggering”. It is 
also used in logic analyzers, and is often called “trace point”. Unlike an 
oscilloscope, which starts the trace right after the trigger, a logic 
analyzer can show information prior to the trace point, which is known 
as negative time, as well as information after the trace point. 


You can trigger the analyzer using specified events and edges. In this 
exercise, you will use the rising edge of bit 7. 


Edge | 


- 


Select the Trigger tab. 
Under the Trigger Functions tab, select ‘Find edge’. 








Trigger functions are predefined trigger sequences that can be 
used “as is” or that can be combined and modified for creating 
more complex trigger sequences. 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Define Trigger Conditions: Trigger on an Edge 


3 Select Replace to replace the default trigger sequence with the 
‘Find edge’ trigger function. 


4 Under Trigger Sequence 1, select tttttttt : 


5 Set Bit 7 as a rising edge and all other bits as don’t care. 





ES emcee simone 








6 Select OK. 
Your trigger should read: 





This is the group of This is the rising 
channels you are edge of bit 7. 
analyzing. 


You have finished setting up the analyzer to trigger on the rising edge 
of bit 7. You are now ready to run the analyzer and capture data. 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Run the Analyzer and View the Data 





Run the Analyzer and View the Data 


1 Select the Rwn icon to capture the data. 
2 Select the System icon. 


3 Select the slot with the analyzer you are using, and choose 
Waveform from the pop-up menu. 


4 To the right of the Seconds/div enter 20 ns. This will zoom in on 
the waveform. 


The data you captured is displayed in overlay mode, with the entire bus 
of data on one line. This allows you to tell the value of the bus at any 
particular moment. 


File Window Edit Options Help 


S| > lal ml ese elvis t| 


Goto Markers | Search | Comments | Analysis | Mixed Signal | 


Trigger | Beginning| End) Gi| G2} Gi & G2 


Goto |Time 4|/0s +) Goto 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Run the Analyzer and View the Data 


Let’s expand the data so that you can look at all eight data lines. 
5 Select TCOUNT all, and choose Expand. 


File Window Edit Options Help 
Bl] > ll ml 2 8 ev Is] 


Goto Markers | Search | Comments | Analysis | Mixed Signal | 


Trigger | Beginning End | Gt| 62| G1 & G2 


Goto Time 4//0s +) Goto 















TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 








Fa I 
Now that you can see the data on all 8 bits of the training board, let’s 


change the color of data line TCOUNT 7 to red so that it stands out 
from the others. 


6 Choose TCOUNT 7, and select Properties. 
7 To the right of Color, select the red box, then choose OK. 


[& Attribute Dialog - Waveform<1> x! 


™ Label format Unique — 
™ Color o Edit Colors...| 


M Waveform height | 17 < 


M Showvalue On — | Base Hex = = 
OK Apply Cancel 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Use Markers to Make a Timing Measurement 





Use Markers to Make a Timing Measurement 


You can use the global markers, G1 and G2, in the Waveform display to 
measure a time interval. The G1 and G2 global markers mark an instant 
in time that is global across all windows for all time correlated 
acquisition modules. 


1 Drag marker GZ to the falling edge of TCOUNT O before the 
trigger. 


2 G/ should be on the rising edge on TCOUNT O. If it is not, drag it 
there. 


File Window Edit Options Help 
Sap ayzvisl | 


Goto Markers | Search | Comments | Analysis l Mixed Signal ] 


Trigger | Beginning| End; Gi) G2) Gi & G2 


Goto |Time 4|/0s +) Goto 


Seconds/div = | | 20.000 ns oy Delay)° s ah 


TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
TCOOUNT 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Use Markers to Make a Timing Measurement 


3 Select the Markers tab. 


4 To the far-right of G1, select the down arrow and choose G2. 
This will give you the time between markers G/ and G2. 


File Window Edit Options Help 


Goto Markers | Search | Comments | Analysis | Mixed Signal | 


( Tcounr 4)=91 [Time 4 from G2 +|=27,.923 ns il 

















(aq Tcounr d\/=or (Time +) from Trigger 4/=-27,.169 ns 














TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 


eh EY FN!) (RS) GAN!) NDE | ee |e 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Save Your Work 





Save Your Work 


Saving your work lets you reuse measurement setups. This is helpful if 
you make the same measurement often. 


From the Waveform File menu, select Save Configuration... 
Go to the directory /logic/training/. 

Select the Save tab. 

In the Filename field, enter EDGE. 

Select the Save button. 

Select Close. 


Close the Waveform window by selecting Fle, then Close from 
the menu bar. 


Go back to the Setup window and select Close. 
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Lesson Summary 





Lesson Summary 


You have learned about basic timing analysis and how to make a basic 
timing measurement. 


You did the following: 

Set up the timing analyzer. 

Set up the analyzer to trigger on an edge. 
Ran the analyzer and viewed the waveform. 


Used markers to make a timing measurement. 


See ON ONS 


Saved your work. 


What’s Next? 


For more practice making basic timing measurements, go to 
chapter 4. 


To learn about state analysis and how to make a basic state measurement, 
go to chapter 5. 


To learn how to trigger the oscilloscope with the timing analyzer, go to 
chapter 8. 


To learn how to use the pattern generator, go to chapter 9. 
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Chapter 3: Introduction to Timing Analysis: Trigger on an Edge 
Lesson Summary 
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Verify Pulse Widths 





Verify Pulse Widths 


In this chapter, you will make a timing measurement to detect pulse 
width violations. Possible uses of this measurement are to test the 
minimum and maximum pulse limits, or to verify that all pulses 
controlling a mechanical device fall within specification. 
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Chapter 4: Verify Pulse Widths 


This chapter steps you through setting up the timing analyzer and bus 
labels, setting up the analyzer to trigger on a pulse width that is either 
too narrow or too wide, and using markers to measure the width of the 
pulse once it has been captured in the waveform window. 


In this chapter, you will learn how to: 
(1 Set up the timing analyzer. 
J Set up the bus labels. 
(1 Trigger on a pulse width violation. 
(4 Run the analyzer and measure the width of the pulse. 
Ol 


Save your work. 
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Chapter 4: Verify Pulse Widths 
Load the RESET Configuration File 





Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


Under Contents of ‘training’, select the RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select the file ‘RESET.__X’ with the file description of 
‘16717A_LA_ Config’. 


Select the Load tab. 
Select Load. 

Select Yes. 

Select Close. 
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Chapter 4: Verify Pulse Widths 
Set Up the Timing Analyzer 





Set Up the Timing Analyzer 


First we will set up the timing analyzer to capture data on bit 1 of the 
credit card board. 


Chapter 3 “Introduction to Timing Analysis: Trigger on an Edge”, for 
more information on timing analysis. 


Select the analyzer you have connected to the credit card board. 


Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 


Select Timing Mode. 
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Chapter 4: Verify Pulse Widths 
Set Up the Bus Labels 





Set Up the Bus Labels 


1 Select the Format tab. 


Now you will organize the data you are capturing by creating a label 
and assigning the channels of interest to that label. 


2 Select Labell, select Rename. 
3 Change the label name to BIT. 
BIT represents the source of the signals. 


4 To the far right of BIT select the field showing the 16 channels of 
pod 1. 





5 Select Individual... from the pop-up menu. 
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Chapter 4: Verify Pulse Widths 
Set Up the Bus Labels 


6 Choose channel one to assign it to BIT, 


7 Then select OK. 


BIT — Pod E1 


Sees Sees Sees een 


0K _|  _Apply | Cancel | 
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Chapter 4: Verify Pulse Widths 
Define the Trigger Conditions: Trigger on a Pulse Width Violation 





Define the Trigger Conditions: Trigger on a 
Pulse Width Violation 


Setting up the trigger specification for verifying pulse widths would be 
a complex measurement to set up by hand. This is where trigger 
macros help out. Macros are pre-defined trigger specifications that you 
can modify for your measurement. 


Rising edge Minimum Maxirnum 
(begin time width width 


count) (ower limit) (upper limit) 
1 





time count : 
STi time count « wer limit or 


' ras if time count > upper limit, 
Falling edge“ violation found (trigger) 


1 Select the Trigger tab. 


2 Under the Trigger Functions tab, select ‘Find width violation on 
pattern/pulse’. 
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Define the Trigger Conditions: Trigger on a Pulse Width Violation 


3 Select Replace to replace the default trigger sequence. 


Next you will define what you want to use for a trigger. Because we are 
looking for a pulse width violation, we will check the width of all high 
signals. 


4 Under the Trigger Sequence 1, select Hex, then select Binary 
from the pop-up menu. 


5 Select the field to the left of Binary and enter 1. 


Esa al « sera) 


Now you will set the values for the width violation. 





6 Set the min width to 42ns. 
7 Set the max width to 48ns. 
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Run the Analyzer to Verify Pulse Widths 


If the analyzer triggers, it has detected a violation. 
1 Select the Run icon. 
2 Select the System icon. 


3 Select the slot with the analyzer you are using, and select 
Waveform from the pop-up menu. 


File Window Edit Options Help 
Bl > ipl el ev SI 


Goto | Markers | Search | Comments | Analysis | Mixed Signal | 


Trigger | Beginning| End 1| 62 | Gi & G2 
Goto |Time 4|/0s +| Goto 


S = 


| Seconds/div — | | 100,000 ns i im Delay ° s 


BIT all 




















a a 


4 To the right of the Seconds/div field enter 50 ns. This will zoom 
in on the waveform. 
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Chapter 4: Verify Pulse Widths 
Run the Analyzer to Verify Pulse Widths 


Now you'll measure how wide the pulse width is using Markers. 
5 Select the Markers tab. 


6 To the far right of GZ, select the down arrow after 
Time from Trigger, and select G2. 


7 Move G/ to the nearest rising edge before the trigger. 
8 Move G2 to the nearest falling edge after the trigger. 


Search | Goto Markers ] Comments | Analusis | Mixed Signal | 
Gai BIT 4 =0 [ Time 3 from | G2 4 = -66,363 ns r 
a 517 Bl=1 [Time 8) from [Trigger [#/=14.545 ns 




















Seconds/div =| |'50. 000 ns = Delay lio s - 7 


BIT all 








This will give you the pulse width between markers G1 and G2. 
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Save Your Work 


From the Fle menu, select Save Configuration... 
Go to the directory /logic/training/. 

Select the Save tab. 

In the Fulename field, enter WIDTH. 

Select the Save button. 


Close the Waveform window by selecting Fle, then Close from 
the menu bar. 


Go back to the Setup window and select Close. 
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Lesson Summary 


You have learned how to verify pulse widths. 
You did the following: 

Set up the timing analyzer. 

Triggered on a pulse width violation. 

Ran the analyzer and viewed the waveform. 


Used markers to measure the width of the pulse. 


SOS ONLINE ON 


Saved your work. 


What’s Next? 


To learn about state analysis and how to make a basic state 
measurement, go to chapter 5. 


To learn how to trigger the oscilloscope with the timing analyzer, go to 
chapter 8. 


To learn how to use the pattern generator, go to chapter 9. 
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Introduction to State Analysis: 
Trigger on an Event 





Introduction to State Analysis: Trigger on an 
Event 


If you’ve never used a state analyzer, you may think it’s a complex 
instrument that would take much time to master. Actually, the state 
analyzer is not any more difficult to understand than a timing analyzer. 
The major difference between a timing analyzer and a state analyzer is 
the source of the sample clock. While the timing analyzer samples at 
regular intervals using the internal clock, the state analyzer samples 
when you tell it to use an external clock. Each time the state analyzer 
receives a state clock pulse, the analyzer samples and stores the logic 
state of the system under test. 


Sample Sample Sample Sample 
I I I 


DATA 


1. AA 
2. 01 

3. 2F 
4. 3B 
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Chapter 5: Introduction to State Analysis: Trigger on an Event 


In this chapter, and in chapters 6 and 7, you will make basic state 
measurements. This chapter steps you through setting up the state 
analyzer and bus labels, setting up the analyzer to trigger on an event 
and store a range of values, and viewing the listing. 


In this chapter, you will learn how to: 


QO 


Oooo oO 


Set up the state analyzer. 

Set up the bus labels. 

Trigger on an event and store a range of values. 
Run the analyzer and view the listing. 

Search the listing. 


Save your work. 
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Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


Under Contents of ‘training’, select the RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select the file ‘RESET.__X’ with the file description of 
‘16717A_LA_ Config’. 


Select the Load tab. 
Select Load. 

Select Yes. 

Select Close. 
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Set Up the State Analyzer 


First you must change the analyzer type from timing to state. Changing 
the analyzer type to state allows you to set up the clock as well as set 
up more complex triggers using ranges and combinations of values. 


1 Select the analyzer you have connected to the credit card board. 


2 Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 
4 Select State Mode. 


Analyzer<E> if As Parry 1 





Each pod has one clock channel. The clock channel on pod 1 is J. We 
will set J to sample data on the falling edge. 
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Chapter 5: Introduction to State Analysis: Trigger on an Event 
Set Up the Bus Labels 


5 Select the | ¥| under J, and choose Falling Edge. 
Clock Setup 


Mode: [Master only 4) _} Advanced Clocking 
Pod | 54 |B) Ee 
K | J 


Clock | M LE 
Activity 


SS ale 
Master | orF|orr|orr| % | => Jt 






























































Set Up the Bus Labels 


1 Select the Format tab. 


Now you will organize the data you are capturing by creating a label 
and assigning the channels of interest to that label. 


2 Select Labell, then choose Rename. 
3 Change the label name to SCOUNT. 


SCOUNT is short for state count and represents the source of the 
signals. 


4 To the far right of SCOUNT, select the field showing the 16 
channels of pod 1. 
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Chapter 5: Introduction to State Analysis: Trigger on an Event 
Set Up the Bus Labels 


5 Assign the lower 8 channels of pod 1 to SCOUNT by choosing the 
eee eR RE-EEY colection in the pop-up menu. 





The channels of Pod 1 
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Define the Trigger Conditions: Trigger on an 
Event 


A state analyzer has “sequence levels” that let you qualify data storage. 
In this exercise, you will trigger on the pattern 3, and then only store 
the range 4-9 and pattern 10 until the analyzers memory is full. 


Trigger Store RANGE4-9 or EVENT10 





1 Select the Trigger tab. 


2 Under the Trigger Functions tab, select ‘Store nothing until 
pattern occurs’. 


3 Select Replace to replace the default trigger sequence with the 
‘Store nothing until patter occurs’ trigger function. 


4 Inthe Trigger Sequence box 1, choose Hex, then select 
Decimal from the pop-up menu. 


5 Select the field to the right of SCOUNT =, and enter 003. 
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Chapter 5: Introduction to State Analysis: Trigger on an Event 
Define the Trigger Conditions: Trigger on an Event 


6 Select Trigger and fill memory. 
7 Select Trigger, then choose Trigger and goto. 








‘Symbol 








8 Under the Trigger Functions tab, select ‘Store range until 
pattern occurs’. 


9 Select Insert after to insert the ‘Store range until patter occurs’ 
trigger function after Trigger Sequence 1. 


10 Inthe Trigger Sequence 2, choose Hex, then select Decimal 
from the pop-up menu. Do this for both instances of Hex. 


11 Select the first field to the right of Store SCOUNT In range, and 
enter 004. 


12 Select the field to the right of 004 and enter 009. 
13 Select the field to the right of wntzl SCOUNT =, and enter 010. 
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Chapter 5: Introduction to State Analysis: Trigger on an Event 
Define the Trigger Conditions: Trigger on an Event 


14 Select Next, then select 2. 


You may need to enlarge the window to see the Next button. 








Your trigger sequence should look like the one above. 
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Run the Analyzer and View the Listing 


1 Select the Rum icon to capture the data. 
2 Select the System icon. 


3 Select the slot with the analyzer you are using, and select 
listing.... 


4 Under SCOUNT select Decimal. 


File Window Edit Options Invasm Source Help 
ol >> my elev isi 


Goto | Markers Search Comments | Analysis | Mixed Signal | 


Label | SCOUNT +! Decimal =|[s when Present +) Next! Prev 
Advanced searching... Set G1 | Set G2 


a Time 
a Absolute | 

















State State Number| 

















iia 





ein ee Ses od 











These line numbers show This is the state data you 
the locations of the data in captured from the credit 
the logic analyzers card board. 

memory. 
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Chapter 5: Introduction to State Analysis: Trigger on an Event 
Run the Analyzer and View the Listing 


You set up the analyzer to trigger on 3 and store the range 4-9 and 10 
until the analyzer’s memory becomes full. Because the credit card 
board counts from 0 to 255 repetitively, there are many occurrences of 
“4-9, 10.” Now you will search through the listing for the beginning of 
the stored range. 


5 Select the field to the right of Decimal, enter 004. 


Select the Next button to find the first occurrence of 
RANGE4-9. 


Select the Next button a few more times. 


Notice the line numbers are increasing and that the trigger point is no 
longer in view. 


File Window Edit Options Invasm Source Help 
Bl lel my el ee viet 

Goto | Markers Search | Comments | Analysis | Mixed Signal | 

Label| SCOUNT 4! Decimal — || 9094 when) Present ©] Next! Prev’ 

Advanced searching... Set G1 | Set G2 


State Number ‘SCOUNT | Time 
Decimal a Absolute | 























The value 004 that you are searching 
the listing for is always displayed 
inside these lines. 
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Save Your Work 


From the Listing F%le menu, select Save Configuration... 
Go to the directory /logic/training/. 
Select the Save tab. 


In the Filename field, after the path /logic/training/, enter 
EVENT. 


Select the Save button. 


6 Select Close. 


Close the Listing window by selecting F%le, then Close from the 
menu bar. 


Go back to the Setup window and select Close. 
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Lesson Summary 


You have learned about state analysis and how to make a state 
measurement. 


You did the following: 


Y Set up the state analyzer. 
Y Triggered on an event and stored a range of values. 
Y Ran the analyzer and viewed the listing. 


¥Y Saved your work. 


What’s Next? 


For more practice making basic state measurements, go to 
chapters 6 and 7. 


To learn about timing analysis and how to make a basic timing 
measurement, go to chapter 3. 


To learn how to trigger the oscilloscope with the timing analyzer, go to 
chapter 8. 


To learn how to use the pattern generator, go to chapter 9. 
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Trigger on a Sequence of Events 


With the state analyzer’s selective storage abilities, you can store only a 
portion of the data. In this exercise you will store a non-consecutive 
sequence of values before triggering the logic analyzer. This will involve 
setting up multiple levels of trigger conditions. 


Trigger 





72 


Chapter 6: Trigger on a Sequence of Events 


This chapter steps you through setting up the state analyzer and bus 
labels, setting up the analyzer to trigger on a sequence of events, and 
viewing the listing. 


In this chapter, you will learn how to: 


QO 


QO 
QO 
QO 
QO 


Set up the state analyzer. 

Set up the bus labels. 

Trigger on a sequence of events. 

Run the analyzer and view the listing. 


Save your work. 
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Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


Under Contents of ‘training’, select the RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select the file ‘RESET.__X’ with the file description of 
‘16717A_LA_ Config’. 


Select the Load tab. 
Select Load. 

Select Yes. 

Select Close. 
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Set Up the State Analyzer 


First you must change the analyzer type from timing to state. 


Chapter 5 “Introduction to State Analysis: Trigger on an Event”, for 
more information on the state analzyer. 


1 Select the analyzer you have connected to the credit card board. 


2 Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 
4 Select State Mode. 


Analyzer<E> iv or oa 


167 MHz / 2M State $| 
(2M 8 


Master only 4) | 


Pod Oo 
| FE 





Each pod has one clock channel. The clock channel on pod 1 is J. We 
will set J to sample data on the falling edge. 
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Set Up the Bus Labels 


5 Select the | ¥| under J, and select Falling Edge. 
Clock Setup 


Mode: [Master only 4) _} Advanced Clocking 
Pod | 54 |B) Ee 
K | J 


Clock | M LE 
Activity 


SS ale 
Master | orF|orr|orr| % | => Jt 






























































Set Up the Bus Labels 


1 Select the Format tab. 


Now you will organize the data you are capturing by creating a label 
and assigning the channels of interest to that label. 


2 Select Labell, choose Rename. 
3 Change the label name to SCOUNT. 


SCOUNT is short for state count and represents the source of the 
signals. 


4 To the far right of SCOUNT, select the field showing the 16 
channels of pod 1. 
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Chapter 6: Trigger on a Sequence of Events 
Set Up the Bus Labels 


5 Assign the lower 8 channels of pod 1 to SCOUNT by choosing the 
cee eK” colection in the pop-up menu. 
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Trigger on a Sequence of Events 





Trigger on a Sequence of Events 


Now you will set up the state analzyer to find a sequence of events, 
trigger on the last event, and then store any state. This will take four 
sequence levels. The first level will find 11, the second 22, the third 33, 
and the fourth level will trigger on the occurrence of 44. The fifth level 
will be used to store all states after the trigger point until the analyzer’s 
memory is full. 


Ist find 2nd find 3rd find Trigger Store All 


f+ 4 ' [eee 
coy Youle Leer fon, Yorlase, You} 


1 Select the Trigger tab. 


2 Under the Trigger Functions tab, select ‘Store nothing until 
pattern occurs’. 


3 Select Replace to replace the default trigger sequence with the 
‘Store nothing until patter occurs’ trigger function. 


4 Inthe Trigger Sequence 1, choose Hex, then select Decimal 
from the pop-up menu. 


5 Select the field to the right of SCOUNT =, and enter 011. 
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Chapter 6: Trigger on a Sequence of Events 
Trigger on a Sequence of Events 


6 Select Trigger and fill memory, then choose Insert ACTION. 
7 Select Store, then choose Store sample. 


8 Below Store sample, select Trigger then fill memory, then 
choose Goto. 





To tell the analyzer to find the rest of the sequence 022, 033, and 044 
before triggering, we will set up three more sequence levels similar to 
the one finding 011. 


9 On the button bar above Trigger Sequence 1, select Insert after 
to insert a Trigger Sequence 2. 


10 Inthe Trigger Sequence 2, choose Hex, then select Decimal 
from the pop-up menu. 


11 Inthe Trigger Sequence 2, select the field to the right of 
SCOUNT =, and enter 022. 
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Chapter 6: Trigger on a Sequence of Events 
Trigger on a Sequence of Events 


12 Select Goto, then choose Insert ACTION. 


13 Select Store, then choose Store sample. 





14 On the button bar above Trigger Sequence 1, select Insert after 
to insert a Trigger Sequence 3. 


15 Inthe Trigger Sequence 3, choose Hex, then select Decimal 
from the pop-up menu. 


16 Inthe Trigger Sequence 8, select the field to the right of 
SCOUNT =, and enter 033. 


17 Select Goto, then choose Insert ACTION. 


18 Select Store, then choose Store sample. 





19 On the button bar above Trigger Sequence 1, select Insert after 
to insert a Trigger Sequence 4. 


20 In the Trigger Sequence 4, choose Hex, then select Decimal 
from the pop-up menu. 


21 Inthe Trigger Sequence 4, select the field to the right of 
SCOUNT =, and enter 044. 





Chapter 6: Trigger on a Sequence of Events 
Trigger on a Sequence of Events 


22 Select Goto and choose Trigger, then Trigger and fill memory. 
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Run the State Analyzer and View the Listing 


1 Select the Rwn icon to capture the data. 
2 Select the System icon. 


3 Select the slot with the analyzer you are using, and select 
Listing... from the pop-up menu. 


4 Select the Search tab. 


5 Under SCOUNT, choose Hex, then select Decimal from the pop- 
up menu. 


Look for the sequence of events before the trigger point. 


File Window Edit Options Invasm Help 
PSAs avs 
Goto | Markers Search Comments | Analysis | Mixed Signal ] 
Label|SCOUNT | Decimal — ss when Present —$) Next| Prey| 
Advanced searching... Set Gi} Set G2 


State Number Time 
Decimal Absolute | 











SCOUNT | 

















a 





ELEVEN — 
THIRTY3 
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folate) 
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a 
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Save Your Work 


From the Listing Fle menu, select Save Configuration... 
Go to the directory /logic/training/. 

Select the Save tab. 

In the Filename field, enter SEQUENCEVENT. 

Select the Save button. 


Close the Listing window by selecting File, then Close from the 
menu bar. 


Go back to the Setup window and select Close. 
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Lesson Summary 


You have learned how to make a more advanced state measurement. 


You did the following: 


Y Set up the state analyzer. 
Y Triggered on a sequence of events. 
Y Ran the analyzer and viewed the listing. 


¥ Saved your work. 


What’s Next? 


For more practice making basic state measurements, go to 
chapter 7. 


To learn about timing analysis and how to make a basic timing 
measurement, go to chapter 3. 


To learn how to trigger the oscilloscope with the timing analyzer, go to 
chapter 8. 


To learn how to use the pattern generator, go to chapter 9. 
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Trigger on a 4 Bit Serial Pattern 


To trigger on a 4 bit serial pattern, the analyzer looks for a consecutive 
sequence of events. Only then will the analyzer trigger. 


JUUUUUUUUUUUUU 
WARREN AERIS Consecutive 


Restart search Restart search Trigger 


For this exercise, the sequence of events will be ‘0101’. The analyzer 
will not trigger if it does not find ‘0101’. 


0 


4 Bits of serial data 





7 


J clock | | | | | | 


Sample points 
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Chapter 7: Trigger on a 4 Bit Serial Pattern 


This chapter steps you through setting up the state analyzer and bus 
labels, setting up the analyzer to trigger on a 4-bit serial pattern, and 
viewing the states in the listing window. 


In this chapter, you will learn how to: 


QO 


QO 
QO 
QO 
QO 


Set up the state analyzer. 

Set up the bus labels. 

Trigger on a 4-bit serial pattern. 

Run the analyzer and view the listing. 


Save your work. 
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Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


Under Contents of ‘training’, select the RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select the file ‘RESET.__X’ with the file description of 
‘16717A_LA_ Config’. 


Select the Load tab. 
Select Load. 

Select Yes. 

Select Close. 
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Set Up the State Analyzer 


First you must change the analyzer type from timing to state. 


Chapter 5 “Introduction to State Analysis: Trigger on an Event”, for 
more information on the state analyzer. 


1 From the System menu, select the analyzer you have connected 
to the credit card board. 


2 Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 
4 Select State Mode. 








Chapter 7: Trigger on a 4 Bit Serial Pattern 
Set Up the State Analyzer 


Each pod has one clock channel. The clock channel on pod 1 is J. We 
will set J to sample data on the falling edge. 


5 Select the | F| under J, and select Falling Edge from the pop- 
up menu. 


[Master only 
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Set Up the Bus Labels 


Select the Format tab. 


Now you will organize the data you are capturing by creating a label 
and assigning the channels of interest to that label. 


2 Select Labell, then choose Rename. 


Change the label name to BIT. 
BIT represents the source of the signal. 


To the far right of BIT, select the field showing the 16 channels of 
pod 1. 


Select Individual... from the pop-up menu. 


Select channel zero to assign it to BIT, then select OK to close 
the BIT window. 


Gi BiT - Pod B1 [x] 


dl J ebb et) d Se fd Tt 
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Define the Trigger Conditions: Trigger on a 
4-bit Serial Pattern 


A serial pattern is a consecutive sequence of events. If the events do 
not occur in order, the state analyzer will never trigger. 


If 0 is found, go to sequence level 2 
Else If 0 is not found, go to level 1 


If 1 is found, go to sequence level 3 
Else If 1 is not found, go to level 1 


If 0 is found, go to sequence level 4 
Else If 0 is not found, go to level 1 


If 1 is found, trigger the analyzer 
Else If 1 is not found, go to level 1 





1 Select the Trigger tab. 


2 Under the Trigger Functions tab, scroll to and select 
‘Find n-bit serial pattern’. 
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Define the Trigger Conditions: Trigger on a 4-bit Serial Pattern 


3 Select Replace to replace the default trigger sequence with the 
‘Find n-bit serial pattern’ trigger function. 





4 In the field to the left of LSB First, enter the serial pattern ‘0101’. 








Note 


1 
2 
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Run the Analyzer and View the Listing 


Select the Run icon to capture the data. 


Select the System icon. 


3 Select the slot with the analyzer you are using, and select 


Listing... 


4 Select the Search tab. 


5 


Under BIT, select Binary. 


File Window Edit Options Invasm Source Help 
os] >l[>| ml] aS Flvisil 


Goto | Markers Search Comments | Analysis | Mixed Signal | 


Label | BIT 4) Binary — [x when) Present +) Next! Prev 
Advanced searching... Set G1 | Set G2 


BIT Time 

Binary || Absolute 
This is the 4-bit serial 
pattern. 







State Number 
Decimal 


























You may only see 0 through -3 lines of data before the trigger, which 
would show the serial pattern ‘101’. The analyzer saw the full 4-bit 
serial pattern ‘0101’ but did not display enough lines of data before the 


trigger to show you this. If you select the Run icon a couple more 
times, the -4 line of data will show up. 
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Save Your Work 


From the Listing F%le menu, select Save Configuration... 
Go to the directory /logic/training/. 

Select the Save tab. 

In the Filename field, enter SERIAL. 

Select the Save button. 


Close the Listing window by selecting File, then Close from the 
menu bar. 


Go back to the Setup window and select Close. 
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Lesson Summary 


You have learned how to make a more advanced state measurement. 


You did the following: 


Y Set up the state analyzer. 
Y Triggered on a 4 bit serial pattern. 
Y Ran the analyzer and viewed the listing. 


¥ Saved your work. 


What’s Next? 


To learn about timing analysis and how to make a basic timing 
measurement, go to chapter 3. 


To learn how to trigger the oscilloscope with the timing analyzer, go to 
chapter 8. 


To learn how to use the pattern generator, go to chapter 9. 
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Timing Analyzer 





Trigger the Oscilloscope with the Timing 
Analyzer 


Triggering the oscilloscope with the timing analyzer is an “intermodule 
measurement,” which means it involves more than one instrument. In 
this exercise, the timing analyzer is used to trigger on the symptom, 
and the oscilloscope is used to monitor the cause. The symptom we will 
trigger on is the glitch. This capturing of data simultaneously is done by 
telling the oscilloscope to trigger after the timing analyzer triggers. In 
other words, the timing analyzer will “arm” the oscilloscope. 


Signal 
Probed by | Glitth —> Triggers 


Timing l mE: 
Analyzer Timing 
Analyzer 
Signal Oscillascope 
Probed by 


Oscillascope <— Captures 


Arms 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 


In this chapter, you will capture the glitch on the credit card board by 
using the timing analyzer to trigger the oscilloscope. This chapter steps 
you through setting up the timing analyzer and bus labels, triggering on 
the glitch, making an intermodule measurement, and importing the 
analog waveform into the timing waveform window. 


In this chapter, you will learn how to: 


QO 


Oooo oo oe Oo 


Connect the oscilloscope probe and turn the glitch on. 
Get the analog waveform on the display. 

Set up the timing analyzer. 

Set up the timing analyzer to trigger on the glitch. 
Tell the oscilloscope when to trigger. 

Set up the analyzer to arm the oscilloscope. 

Run the timing analyzer and oscilloscope. 

Add the analog waveform to the timing waveform. 


Save your work. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Load the RESET Configuration File 





Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


Under Contents of ‘training’, select the RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select the file ‘RESET.__X’ with the file description of 
‘16717A_LA_ Config’. 


5 Select the Load tab. 


Select Load. 
Select Yes. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Load the RESET Configuration File 


8 Under Contents of ‘training’, select the RESET file with the file 
description of 16534A_Config. This is the oscilloscope you have 
connected to the credit card board. 


9 Select Load. 
10 Select Yes. 
11 Select Close. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Connect the Oscilloscope Probe and Turn the Glitch On 





Connect the Oscilloscope Probe and Turn the 
Glitch On 


Connect the oscilloscope probe to channel 1 on the oscilloscope. 


Connect the probe tip to the test point labeled “Glitch” on the 
credit card board. 


Connect the probe ground lead to the test point labeled “Ground” 
on the credit card board. 




















Pod 1 of the 
analyzer connects___[__ 
here. 
































The oscilloscope 
probe tip connects 
here. 


The oscilloscope 
ground connects 
here. 








Set the jumpers on the credit card board as shown below. 


aan] PG. 
CLK Vy of osc 


Clit ae ee The GLITCH is set to ON. 
GLITCH pea oe 


Chapter 10 “Setting the Jumpers” for more information on the jumper 
settings of J5 on the credit card board. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Get the Analog Waveform on the Display 





Get the Analog Waveform on the Display 


Before setting up the timing analyzer and trigger, let’s get the 
waveform on the display. 


1 In the Main System window, select the Oscilloscope module. 


| 300Mvector/s Pattern Generator 





Select —>! 
4165340 Setup/Display... 


20Sa/s Osci Calibration... 


— 





2 Select Setup/Display... from the pop-up menu. 


3 In the Display window, select the Run icon to get the waveform 
on the display. 


Channels ] Memories | Measure | Markers | Display | Comments | 


arial? a ‘Ehannel B2: 
Setup...| | [7 On f¥ On 
Seale:||1.00 vdiv “|| 1.00 waiv 4 
OFfset:|| 2.50 v A\\ | 2.50 v 


mab 





& 





== 











| Seale: | 100 ns/div 4 Delay: Os A\| Trigeer...| Channel Bi —|{1.62 v a 











Your waveform may look different than the one in the graphic above. 
For right now, we want to see a waveform showing that the oscilloscope 
is connected to the credit card board. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Timing Analyzer 





Set Up the Timing Analyzer 


Now you will configure the timing analyzer with the label TCOUNT, the 
edge GLITCH, and the sampling speed to capture the glitch. 





eles 

The 8 signals you will rea O |e em | sap || 

label TCOUNT. 9 1 One 
1 9 


The signal with the 

glitch that you will 

trigger on. 
EE Eee 


1 Choose the analyzer you have connected to the credit card 
board. 


2 Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 


4 Under Timing Mode Controls, select Half Channel. 


Analyzer<E> if Pa 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Timing Analyzer 


5 Select the Format tab. 
6 Select Labell, then choose Rename. 
7 Change the label name to TCOUNT. 


8 To the far right of TCOUNT, select the field showing the 16 
channels of pod 1. 


9 Assign the lower 8 channels of pod 1 to TCOUNT by choosing the 
eens eK ER” colection in the pop-up menu. 


| Sampling 
Baar _ Data On Clocks | [Yaz 


ia |e Ee 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Timing Analyzer to Trigger on the Glitch 





Set Up the Timing Analyzer to Trigger on the 
Glitch 


The timing analyzer is used to trigger on the glitch because it has the 
ability to capture a glitch with minimal setup. 





Signal 
Probed by Glitch — —> Arms — Captures Signal 


Timing 
—_—lL__. Timing Oscilloscope Probed by 
Analyzer Oscilloscope 
NU?” 


Analyzer 





1 Select the Trigger tab. 
2 Under the Trigger Functions tab, select ‘Find glitch’. 


3 Select Replace to replace the default trigger sequence with the 
‘Find glitch’ trigger function. 


4 Under the Trigger Sequence 1, select the field to the far-right of 
Find TCOUNT edge. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Timing Analyzer to Trigger on the Glitch 


5 Assign a glitch to bit 7 “*”, and assign don’t cares “.” to all other 
bits. 





LSE ac eda COL 


i ail ae es re 





6 Select OK. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Tell the Oscilloscope When to Trigger 





Tell the Oscilloscope When to Trigger 


The oscilloscope will capture the glitch if it is set to trigger immediately 
after the timing analyzer triggers. 






Signal 
Probed by ; Glitth —> Triggers Captures Signal 


Timing 
Analyzer —__—__ Timing Probed by 
Analyzer Oscilloscope 


1 From the Oscilloscope window menu bar, select Setup, and then 
Trigger... 





Arms 


Oscilloscope 





2 Inthe Trigger Setup - Scope window, select Immediate. 
This tells the oscilloscope to trigger when the timing analyzer triggers. 


3 Select Close. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Analyzer to Arm the Oscilloscope 





Set Up the Analyzer to Arm the Oscilloscope 


Now that the timing analyzer is set to trigger on the glitch, and the 
oscilloscope is set to trigger after the timing analyzer, it is time to 
coordinate the run function of both instruments. This coordination is 
called “arming”, and it is set up in the Intermodule window. The 
Intermodule window shows a graphical representation of the internal 
arming sequence between instruments. 


In this exercise, the oscilloscope is ‘armed by’ the timing analyzer. This 
means that for the oscilloscope to trigger, the timing analyzer must 
trigger first. 


Signal 
Probed by | Glitch —> Triggers —> Carms.) —> Captures 
Timing | - signal 
| a : 
Analyzer Alleles Oscilloscope eee 


1 Go back to the Main System window. 
2 Select the Intev-Module icon from the icon bar. 


3 Read the pop-up descriptions. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Analyzer to Arm the Oscilloscope 


4 Select analyzer you are using from the System window. 
5 Select Group Run from the pop-up menu. 


This tells the timing analyzer to begin looking for the glitch when you 
press the Group Run icon. 





6 Go back to the icons under Independent and find the 
oscilloscope module you are using. 


7 Select the oscilloscope icon, then choose the analyzer you are 
using. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Set Up the Analyzer to Arm the Oscilloscope 


This tells the oscilloscope to wait for the timing analyzer to trigger. We 
specified this when we told the oscilloscope to trigger immediately 
after the timing analyzer. 





8 Select Close to close the Intermodule window. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Run the Timing Analyzer and Oscilloscope 





Run the Timing Analyzer and Oscilloscope 


Go back to the oscilloscope display. 


Select the Run Group icon to run the timing analyzer and 
oscilloscope. 


The set up you just did in the Intermodule window determines how 
Group Run performs. 


Look at the oscilloscope display. See the glitch. Now let’s look at 
the timing waveform showing all 8 bits of the counter. 


File Window Setup Autoscale Options Help 
| > lol et el Sel 8 Lv [ssi | | 


Channels | Memories | Measure | Markers | Display | Comments | 


Setup...) | [7 On [7 On 


Scale:| 1.00 V/div )||/1.00 v/div 
ny ny 

















Offset: 2.50 V 2.50 V 4 














“Seale: 100 ns/div ln Delay: ° © “io 





Trigger...) Trigger Immediately | 




















Go back to the Main System window. 


Select the analyzer you are using, and choose Waveform... from 
the pop-up menu. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Run the Timing Analyzer and Oscilloscope 


6 Select TCOUNT all, then choose Expand from the pop-up 
menu. 


7 Enlarge the Waveform window so that you can see all 8 data 
lines with some extra room after TCOUNT’7. You will add the 
oscilloscope waveform here. 


File Window Edit Options Help 
oe ool eS lv isi | 


Goto | Markers Search Comments | Analysis | Mixed Signal | 








Advanced searching... Set Gi| Set G2 











TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 


un Oo FW NF OS 











113 


Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Add the Analog Waveform to the Timing Waveform 





Add the Analog Waveform to the Timing 
Waveform 


Adding the oscilloscope waveform to the timing waveform display is 
useful for seeing the glitch in analog and how the glitch affects the 
other signals. 


1 In the timing analyzer Waveform window, select the 


Mixed Signal tab. 


2 Select the down arrow, and choose the oscilloscope. 


3 Select Connect. 


Search | Goto | Markers | Comments | Analusis Mixed Signal ] 


Slot C: 2 GSa/’s Scope 4) To view data from another ACTIVE module or tool, 


: select the desired module or tool and press Connec 
_fonnect | Disconnect Then use Edit/Insert to select the new labels, 





4 To the right of Seconds/Div enter 20ns. Now you can see the 


channels of the oscilloscope next to the timing waveform. 

















File Window Edit Options Help | 
Search | Goto | Markers | Comments | Analusis Mixed Signal ] 
Slot B: Scope<B> +} To view data From another ACTIVE module or tool, 
- select the desired module or tool and press Connect.) 
_Eonnect | Disconnect Then use Edit/Insert to select the new labels. 














Seconds/div =| 20.000 ns 


TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
TCOUNT 
Channel Bi 
Channel B2 





Soh] | N) | CMT) |e) CANE FPN) TB) | 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Turn the Glitch Off 





Turn the Glitch Off 


1 Set the GLITCH jumper on the credit card board to OFF. 


O Of OSC The GLITCH is set to OFF. 
CLKA oor G. 
mn] OSC 


amo] OFF 
GLITCH lo of Gn 





Save Your Work 


1 From the Waveform File menu, select Save Configuration... 
2 Go to the directory Jogicihraining/. 

3 Select on the Save tab. 

4 Inthe Filename field, enter GLITCH. 

5 Select the Save button. 


6 Close the Waveform window by selecting Fle, then Close from 
the menu bar. 


7 Close the Oscilloscope window the same way you closed the 
Waveform window. 


8 Go back to the Setup window and select Close. 
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Chapter 8: Trigger the Oscilloscope with the Timing Analyzer 
Lesson Summary 





Lesson Summary 


You have learned how to use the timing analyzer to trigger the 
oscilloscope, and how to view the analog and digital waveforms in the 
same window. 


You did the following: 


NN NNN 


NNN ONOSN 


Connected the oscilloscope and turned on the glitch. 
Got the analog waveform on the display. 

Set up the timing analyzer. 

Set up the timing analyzer to trigger on the glitch. 


Set up the oscilloscope to trigger immediately following the timing 
analyzer. 


Armed the oscilloscope by the timing analyzer. 

Ran the analyzer and oscilloscope. 

Added the analog waveform to the timing waveform. 
Adjusted the intermodule skew. 


Saved your work. 


What’s Next? 


To learn about state analysis and how to make a basic state 
measurements, go to chapter 5. 


To learn how to use the pattern generator, go to chapter 9. 
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Using the Pattern Generator 





Using the Pattern Generator 


The pattern generator provides programmable digital output that can 
be used to stimulate and control a system under test. This chapter 
shows you how to program the pattern generator so that it provides a 
pattern of "walking ones." Because the pattern generator is an output 
module, the timing analyzer will be used to view the pattern generator’s 
output. 


This chapter also shows you a simple process that represents basic 
stimulus/response testing. For example, if you are applying the 
"walking ones" pattern from the pattern generator to a memory, you 
can use the timing analyzer to see if the "walking ones" pattern is being 
written to and read from memory properly. 
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Chapter 9: Using the Pattern Generator 


This chapter steps you through configuring the timing analyzer, 
programming the pattern generator to output a “walking ones’ pattern, 
running the pattern repetitively, and using the timing analyzer to 
capture the pattern. 


In this chapter, you will: 
(1 Set up the timing analyzer and bus labels. 
Trigger on the pattern 1. 
Set up the pattern generator. 
Program the pattern generator. 
Repetitively run the walking ones program. 
Run the analyzer and view the walking ones pattern. 


Stop the pattern generator. 


Oooo oO oOo 8 


Save your work. 
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Chapter 9: Using the Pattern Generator 
Load the RESET Configuration File 





Load the RESET Configuration File 


The RESET file defaults all settings so that you can begin the 
exercises. You created the RESET file in Chapter 2. 


Decide what to do. 
e Ifyou have just completed chapter 2, go to the next page. 


e Ifyou have reconnected the credit card board to a different 
analyzer, or if you have not created a RESET file, go to chapter 2 
“Before You Begin.” 


e Ifyou have just completed an exercise other than chapter 2, go to 
step 2. 


Select the File Manager icon from the icon bar. 


3 Under Directories, go to the directory Nogicihraining/. 


Under Contents of ‘training’, select the RESET file with the file 
description of the analyzer you have connected to the credit card 
board. 


For example, if you are using an Agilent Technologies 16717A, you will 
select the file ‘RESET.__X’ with the file description of 
‘16717A_LA_ Config’. 


5 Select the Load tab. 


Select Load. 
Select Yes. 
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Chapter 9: Using the Pattern Generator 
Connect the Pattern Generator 


Under Contents of ‘training’, select the RESET file with the file 
description of 16720A_PG_Config. This is the pattern generator 
you have connected to the credit card board. 


Select Load. 
Select Yes. 
Select Close. 





Connect the Pattern Generator 


Connect the pattern generator output Pod 4 to the TTL Data Pod. 
Then connect the TTL Data Pod to J4 (labeled PATTERN 
GENERATOR) on the training board. 


moana | 





a 
QW 
oO 











doooooet 








Pod 1 of the The TTL Data Pod 
analyzer connects_——__[__ connects here. 
here. 


oooooooo00 











ATE/TIMING POD #1 


Smee aooom 
N 
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Chapter 9: Using the Pattern Generator 
Set Up the Timing Analyzer 





Set Up the Timing Analyzer 


First we will set up the timing analyzer to capture data on bit 1 of the 
credit card board. 


Chapter 3 “Introduction to Timing Analysis: Trigger on an Edge”, for 
more information on timing analysis. 


1 Select the analyzer you have connected to the credit card board. 


2 Select Setup... from the pop-up menu to activate that 
instrument. 


3 Select the Sampling tab. 
4 Select Timing Mode. 


Analyzer<E> uf <o Pa 


333 MHz Full Channel 2M Sample 4} 


[2m |e 


‘al 
3.00 
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Chapter 9: Using the Pattern Generator 
Set Up the Bus Labels 





Set Up the Bus Labels 


Select the Format tab. 


Now you will organize the data you are capturing by creating a label 
and assigning the channels of interest to that label. 


2 Select Labell, then choose Rename. 


Change the label name to PATGEN. 


PATGEN is short for pattern generator, and represents the pattern 
generator data captured by the timing analyzer. 


To the far right of PATGEN, select the field showing the 16 
channels of pod 1. 


5 Select Individual... from the pop-up menu. 


Select channels eleven through eight. 


Select OK. 


aE 4) ed x! 


did Sab afet tft ddI 


—oK_|  _frrpiy | Cancel! | 
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Chapter 9: Using the Pattern Generator 
Define the Trigger Conditions: Trigger on a1 





Define the Trigger Conditions: Trigger on a 1 


1 Select the Trigger tab. 


2 The trigger function FIND PATTERN should be listed under 
Trigger Sequence 1. If it is not, select ‘Find pattern’ under the 
Trigger Functions tab, and choose Replace. 


3 Select the field to the left of Hex, and enter 1. 








124 


Chapter 9: Using the Pattern Generator 
Set Up the Pattern Generator 





Set Up the Pattern Generator 


For the pattern generator to output the "walking ones" to the logic 
analyzer, the lower four bits of Pod 4, which is connected to the 
training board through the TTL Data Pod, must be assigned to 
PATGEN. 


In the Main System window, select the Pattern Generator, and 
choose Setup... 


Select >| 
}5) 


16720A 








S00Mvector/s Pattern Generator Setup... 
Select. ->! an 


Select the Format tab. 


3 Select Labell, then choose Rename. 


4 Change the label name to PATGEN. 


PATGEN is short for pattern generator, and represents the pattern 
generator data captured by the timing analyzer. 


5 Select the field showing the 8 channels of pod 4. 


Select Individual... from the pop-up menu. 


Select channels three through zero, then choose OK. 
LLO 


Pod D4 


EM esiere: 


94a BERE 


Set all channels on all other pods, except pod 4, to “don’t cares” 
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Chapter 9: Using the Pattern Generator 
Set Up the Pattern Generator 
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Chapter 9: Using the Pattern Generator 
Program the Pattern Generator Output 





Program the Pattern Generator Output 


The Sequence tab is used to program the pattern generator output. In 
this exercise, you will change the base field to binary and program the 
"walking ones" program. 


Select the Sequence tab. 


Under the label PATGEN, select Hex, then choose Binary from 
the pop-up menu. 


On line 38, after MAIN START, enter ‘O00 over ‘O000’. 





On line 4, enter ‘0010’. 


LOWES 


5 
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Chapter 9: Using the Pattern Generator 
Program the Pattern Generator Output 


5 Select line 4, then choose Insert After, and then Vector. 


J 









1 


oe 
ic 






4 


Vector 


Insert After Fr 


Goto Line... 





6 On line 5, enter ‘0100’. 


0 
1 
4 


ia) = 


a 
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Chapter 9: Using the Pattern Generator 
Program the Pattern Generator Output 


7 Select line 5, then choose Insert After, and then Vector. 


Insert After fF eee 


Goto Line... 





8 On line 6, enter ‘1000’. 


File Window Edit Options Help | 
| >l[al ml els el visi | 


Format Sequence ] Macro ] 
; Pattern Fills 


Fixed... | Count... | Rotate.. a Toggle... | Random. . .| 


PATGEN| 
Binary| 


























Line Instruction 








1000 














Step... | Close | 


The "walking ones" program is complete. The pattern generator will 
output 0001, 0010, 0100, 1000 to the logic analyzer. 
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Chapter 9: Using the Pattern Generator 
Start the Pattern Generator and View the Walking Ones Pattern 





Start the Pattern Generator and View the 
Walking Ones Pattern 


When you select Run Repetitive, the Pattern Generator begins to run in 
repetitive mode. The output is the repeating "walking ones" pattern. 
You will not see this output until you switch to the timing analyzer 
waveform display. 


The pattern generator will run independently until you stop it by 
selecting the Stop icon. 


In the Pattern Generator window, select the Run Repetitive 
icon, to begin the repetitive run. 


Select the Setup window of the analyzer you are using. 
Select the Run icon. 


The Timing analyzer runs a single trace and automatically displays the 
Waveform 1 menu in which you see the "walking ones" pattern. 


Select the System icon. 


5 Select the slot with the analyzer you are using, and choose 


Waveform. 
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Chapter 9: Using the Pattern Generator 
Start the Pattern Generator and View the Walking Ones Pattern 


Let’s expand the data so that you can look at all eight data lines. 
6 Select PATGEN all, and select Expand. 


7 To the right of the Seconds/div field enter 20 ns. This will zoom 
in on the waveform. 


File Window Edit Options Help 
| > ml els alv isi 


Goto | Markers | Search | Comments | Analysis | Mixed Signal | 


Trigger | Beginning End| 1 G2 G1 & G2 


Goto |Time #//0s +| Goto 
Samples/div =| | 20.000 ns ii Delay © Zo 















PATGEN 
PATGEN 
PATGEN 
PATGEN 


This is the walking ones pattern. |} 
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Chapter 9: Using the Pattern Generator 
Stop the Pattern Generator 





Stop the Pattern Generator 


1 Select the Pattern Generator window. 


2 Select the Stop icon to stop the repetitive run. 


NOTE: The pattern generator requires CPU time when it is running independently in 
the repetitive mode. Stopping the pattern generator now will prevent other 
exercises that do not use it from running slower than normal. 
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Chapter 9: Using the Pattern Generator 
Save Your Work 





Save Your Work 


Close the Pattern Generator window by selecting Close. 
From the Waveform File menu, select Save Configuration... 
Go to the directory /logic/training/. 

Select the Save tab. 

In the Fulename field, enter PATTERN. 

Select the Save button. 


Close the Waveform window by selecting File, then Close from 
the menu bar. 


Go back to the Setup window and select Close. 
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Chapter 9: Using the Pattern Generator 
Lesson Summary 





Lesson Summary 


You did the following: 


NN NN NNN 


Set up the timing analyzer. 

Triggered on the pattern 1. 

Set up the pattern generator. 

Programmed the pattern generator. 

Repetitively ran the walking ones program. 

Ran the analyzer and viewed the walking ones pattern. 
Stopped the pattern generator. 


Saved your work. 


What’s Next? 


To learn how to trigger the oscilloscope with the timing analyzer, go to 
chapter 8. 
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Setting the Jumpers 


Table 10-1 





Setting the Jumpers 


The jumpers on J5 of the credit card board are used to control the 
source of the state clock and to turn the glitch on or off. Before you 
start each chapter, you should check the jumpers to make sure they are 
properly set. The "To Set the Jumpers" exercise, on the next page, 
gives you the information you need to change the jumpers. Table 10-1 
shows you the jumper settings for the chapters. 


Jumper Settings 


GLITCH CLK1 
Chapter 8 ON OSC 
All Other OFF OSC 
Chapters 
(Default) 
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Chapter 10: Setting the Jumpers 
To Set the Jumpers 





To Set the Jumpers 


1 Pull the appropriate jumper off of the pins of J5. 


2 Push the jumper onto the correct pins of J5. You only need to 
change jumpers that differ from the settings in table 10-1. 


Set the jumpers at their default settings for all chapters. Table 10-1 
shows you the default settings and the settings for each chapter. 
Chapter 8, "Trigger the Oscilloscope with the Timing Analyzer," 
requires you to change the setting of the glitch jumper. 


Gen] PG. 
CLK2 by ol Osc 
oOo, PG. 
aman] OSC 

amp} OFF 
GLITCH [So] oy 


Glitch OFF 











. CLK 


























aan] PG. 
CLK2 Ia ol oss 

oOopPG. 
CLIT Neo] OSC 


GLITCH [ouol ON, 


Glitch ON 














The jumpers are set here. 
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About the Credit Card Board 


CAUTION: 





About the Credit Card Board 


The credit card board helps you learn the basics of Agilent 
Technologies Logic Analyzers. The following reference information is 
provided for those who want to know more about how the credit card 
board works. 





Power Source 


The credit card board is powered by the +5 V supplied by the logic 
analyzer pods, so a logic analyzer pod must be connected to either J1 
or J2 of the credit card board in order for the board to work. If only J2 
is connected, it must be connected to the logic analyzer through a 
termination adapter (part number 01650-63203). 


If the termination adapter part number is Agilent 01650-63201, the CLK2 
jumper must be set to P.G. to avoid connecting the output of the oscillator to 
+5 V and eventually damaging the oscillator. 


If J1 is connected, the termination adapter is not required because J1 is 
terminated on the board by Z1 and Z2. 





Circuit Description 


The credit card board uses an 8-bit ripple counter running at 32 MHz to 
produce transitions on the lower 8 bits of a logic analyzer pod. The 
upper eight bits can be connected to the pattern generator through 
connector J4. 


For state analysis, you can clock the state analyzer using the oscillator 
on the credit card board (reference designator Y1) or using a pattern 
generator in an Agilent Technologies 16700 logic analysis system. The 
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Chapter 11: About the Credit Card Board 
Jumpers 


sources for clocks 1 and 2 are selected by the positions of jumpers 
CLK1 and CLK2, respectively. When the CLK1 and CLK2 jumpers are 
set to OSC (oscillator), the clock source for the state analyzer is the 
oscillator on the credit card board (Y1). When the CLK1 and CLK2 
jumpers are set to P.G. (pattern generator), the clock source for the 
state analyzer is bit D7 or strobe 2 of the pattern generator, depending 
on which pattern generator pod is connected to J4. 





Jumpers 


The jumpers are used to turn the glitch on and off and to select the 
sources for state clocks 1 (CLK1) and 2 (CLK2). 


Glitch 


When the GLITCH jumper is set to OFF, the waveform on D7 of J1 and 
J2 is the most significant bit of the counter. When this jumper is set to 
ON, a glitch appears on D7 and the waveform no longer represents the 
most significant bit of the counter. The glitch always appears on the 
test point labeled GLITCH, regardless of the position of this jumper. 


CLK1 


The CLK1 jumper selects the source of state clock 1. If you choose OSC 
(the default), the source of the clock will be the oscillator on the 
training board. If you choose P.G., the source of the clock will be Strobe 
2 or D7 of the pattern generator, depending on which pattern 
generator pod you have connected to the credit card board. 


CLK2 


The CLK2 jumper selects the source of state clock 2 for the Agilent 
Technologies 16540A used in an Agilent Technologies 16700 logic 
analysis system. If you choose OSC, the source of the clock will be the 
oscillator on the credit card board. If you choose P.G. (the default), the 
source of the clock will be Strobe 2 or D7 of the pattern generator, 
depending on which pod you have connected to the credit card board. 
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Chapter 11: About the Credit Card Board 
Credit Card Board Schematic 
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